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Stability of Narrow-Band Filter Radiometers in
the Solar-Reflective Range
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ABSTRMX We show that the calibration, with respect to a continuous-spectim source, and the stability of radiometers
using filters of about 10 nm full width, half maximum (Fw’HM) in the wavelength interval 0.4 to 1.0 Lm, can change
by several percent if the filters change in position by only a few nanometres. The cause is the shifts of the passbands
of the fibers into or out of Fraunhofer lines in the SOIU spectrum or water vapor or oxygen absorption bands in the
Earth’s atmosphere. These shifts can be due to ageing accompanied by the absorption of water vapor into the filter or
temperature changes for field radiometers, or to outgassing and possibly high energy solar irradiation for space ins~-
ments such as the .MODerate resolution Imaging Spectrometer - Nadir (MODIS-N) proposed for the Earth Observing

System.

INTRODUCTION

IT IS WELL SC!!OWN that sate] l.ite mrdtispectrai sensor data in
the visible and near infrared are acquired with spectral band-

widths from about 40 nm (System hO’DatOlre d’Obsemation de
ia Terre (SPOT) band 2) and 70 nm (Thematic Mapper [TM) band
3) to about 200 and 400 nm (Multispectral Scanner System (MSS)
band 4 and the Advanced High Resolution Radiometer (AVHRR)
channel 2). It is not so well known that tl-te transmittance pro-
files of the filters which define these bands can change with
time and under vacuum conditions. For example, Markham and
Barker (1985) noted a 9-rim shift in the long wavelength cut-off
of the band-3 filters of the fourth Landsat MS after storage at
normal pressure, temperature, and humidity over an i8-month
period. The cut-on at shorter wavelength was unchanged be-
cause it was mainlv defined bv a stable absorption hlter. The
cut-off was pro~tided by an inter_ierence filter thus, the !il.1 width
at half maximum (FW’i+I) and thereiore the total transmittance
of the fiiter changed. The same effect was observed by Din-
guirard et al. (1988) for the case of the multispectral filters on
~~OT-1. ,+ ~~ percent cb,an~e in transmittance was noted for th$e

filter defining band 2 ii,ith a change from air to vacuum con-
ditions. The broad panci-,romatic band, on the other hand, only
exhibited a 3 percent change in transmittance.

These examples sewe to remind us that interference filters
should not be assumed to be stabie. The effects of the shiits
noted above, which resulted in a narrowing of the broad-band
filters because the cut-on was defined by a stable absorption
niter, have been studied by Suits cf al. (19S8). W’e investigate
here the effect of the shift of the passband of narrow-band in-
terference filters into or out of Fraunhofer absorption lines in
the solar spectrum or water vapor or oxvgen absorption bands
in the Earths atmosphere, when the paS~’Dad width stays con-
stant. This. study was initiated to help define the filter specin-
cations for the proposed .L40Derate resolution Imaging
spectrometer-lNaair (MODIS-,X) on the Earth Obseming System
(1!?86). (MODIS-N is actuaiiv an irnati.nq filter radiometer, not an
imaging spectrometer. j Tile effect of ~iiter shifts can be signin -
cant for other narrow-band filter svstems used to measure soiar
radiant flux, for exam~ie, solar radiometers or instruments for
determining ground rirlectance or radiance.

SOL4R SPECTRUM

Though the sun is often assurnea to raaiate as a blackcody,
its s~ectrum is rolled w]rh F:aunihoier a’csorgt ion ii:, es. FrJun -
i-,oie”r lines are helpful in providing iniormat; on concerx-.:ng the

sun, but can lead to errors in moderate to high spectraI reso-
lution measurements of the Earth-atmosphere system if their
effect is not taken into account. The concern is that the narrow-
band filters in a radiometer may shift, causing them to move
into or out of a region containing a Fraunhofer line, thereby
causing a noticeable change in the radiometer output. In order
to study the sensitivity to bandpass location and shift with re-
spect to Fraunhofer lines, moderately high spectraI resolution
solar data (0.5 nm) are needed. Unfortunately, there is a large
gap between the 2-rim resolution, absolutely calibrated data of
Neckel and Labs (1984) and those relatively calibrated data pre-
sented in solar atlases with spectral resolutions of about 10-3
nm-

To conduct this study, we used high resolution soIar spectrai
data compiled by Kurucz et al. (19&), available in both atlas
and com~uter-compatible-tape form. A sliding average was used
on the d;gital tape data to produce a smoothed spectrum with
a resolution of 0.5 nm and a sampling interval of 0.1 run. The
resulting spectrum from 350 to 1000 nm is shown in Figure 1.
(Note that, although the ordinate is indicated in spectral irra-
diance units, the absoiute accuracy of the data is in question
and the data are here only used in a relative sense.) Some of
the more prominent lines have been identified by reference to
the IJtrecnt solar atlas due to Minnaert et aL (1940). Severai deep
Fraunhofer I.ines can be easily seen which could obviously cause
significant changes in radiometer output as a filter shifted to
include or exclude them- The data compiled by Kurucz et al.
also include certain teiluric absorption features, for examFle,
the oxygen absorption bands near 668 and 760 nm and the water
vapor band at 940 nrn.

DEFINITION OF CALIBRATION ERRORS AND SIMULATION
OF FILTER PROFILES

.4n error in calibration is defined, for the purpose of this
study, as the difference in radiant power received by a detector,
}Vith a filter passband centered at a specific wavelength A to
that received when the passband is centered at a shifted wave-
length AT AA. This can be expressed as a percentage as:

ERROR (AAA) = ‘(A-;;;)-p(’) x 100

where P(A) is the integ-rai of the product of the filter profile,
passband centered at A, znd the spectrai solar irradiance shown
in Figure 1. For exampie, in Figure 3, for a 10-nm rectangular
filter centered at 52!) nm, the detector would receive 0.6 percent
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FIG. 1. Solar spectral irradiance at a resolution of 0.5 nm samDled at O.1-nm intewals, obtained by smoothing the high
resolution data of Kurucz et al. (1984).
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FIG. 2. Comparison between a multi-lorentzian passband simulation and an actual fiiter.

Iorentzians as described earlier, but of wider ~VI-LMand of greater
displacement from their center wavelengths. It is interesting to
note they all have band-edge slopes which meet NASA’S prelim-
inary phase GD specification (1989) for the MODIS-N fliters.

MODIS-N band 8 is chosen to demonstrate the filter shift prob-
lem and how it can be analyzed. Band 8 has a center wavelength
at 413 nm and an FWHM of 15 nm. Looking at the solar spectrum
in Figure 1, it is obvious the filter is Iocated in a region where
a slight shift in the center wavelength could cause a significant
change in the radiometer output because of the presence of the
calcium line at 396 nm, nearby iron lines at 406 nm, hydrogen-
deita at 410 nm, and the Fraunhofer line at 431 nm due to many
e]e*ents-

In Figures 4 and 5, the calibration error for a 15-nm multi-
lorentzian filter at center wavelengths ranging from 400 nm to
450 nm is plotted for shifts of ~ 1 nm and =5 nm, respectively.
A l-rim fiiter shift was chosen as being quite likely even under
the best of conditions , as discussed in the next section, and a
5-rim shiit was taken as a worst case- Near band 8 the calcium
line at 396 nm poses the largest threat to calibration stability,
because the closer the filter is positioned to the calcium line the
greater is the possibility of a shift-induced error. For barta 8, at
413 nm, there is only a 0.25 percent change in system response
for a l-rim shift in either direction from this center wavelength.
However, a 5-rim shift toward the blue causes a 1.5 percent
error, and a shift of the same distance toward the red produces
a 0-3 percent error. This shows the dependence of the error
upon the direction and size of the shift. Both red and blue shifts
are considered in the following because it is not known in which
direction the filters may shift.

If the acttiaI filter for band 8 had a center wavelength of 411
nm, a 5-rim blue shift would produce a change in svstem re-
sponse of over 3 percent demonstrating that a given filter might
be at a wavelength that has relatively sma[i calibration errors,
but is near an unstable region. Because of this, error vaiues of
less than 0.5 percent for a l-rim shift and less than 2 percent
for a 5-rim shift were chosen as criteria for e~ra]uating the MODIS-
.V system. Using these arbitra~ criteria, a ran~e of center wa\’e-

TABLE 1. IJSTS OF THE TOLERASLSRANGES IN LocAnoN OF THE
CENTER WAVELENGTHS FOR THE VlsleLs ANO NEAR-INFIWREO FILTERS

ON MODIS-N

Range Range
for for

=1 nm ZS.nm
shift shift New center

<0.570 <2.070
Band (::) (%

position &
error error tolerance (run)

1 470 20 451-674 455-644 470 = 15
2 555 20 451-674 455-644 555 299
3 665 20 451-674 650-670 665 z 5
4 880 20 818-884 823-881 876 = 15
8 413 15 409-420 412-417
9

415 = 2
443 10 NA NA

10
456=2

490 10 NA 490-507
11

498 = 5
5~o 10 516-521 NA 531 = 2

12 565 10 521-584 529- .%2 565 z 17
13 653 15 651-675 NA 665 z 5
14 681 10 NA NA 668 * 2
15 750 10 722-750 NA 745 z 2
16 865 15 819-886 852-883 865 = 13
17 908 35 NA NA 8~=5
18 936 10 NA NA 917 Y 2
19 950 20 NA NA 911 = 3

lengths that includes the proposed center wavelength and sat-
isfies these requirements for calibration error are shown in Table
1 for each MODIS-N band in the visible and near-IR. Some bands
are acceptable according to one criterion but not the other, e.g.,
band 10, while others do not satisfy either criteria e.g., bands
9, 14, 17, 18, and 19 and are labeled not acceptable (NA). The
last three of these bands are unstable due to the water vapor
band starting near 900 nm. The columnar amount of water va-
por present in the spectral data is not mentioned by Kurucz et
al., but comparison with LOW’HUW 7 results shows that it was
about 0.5 g cm-z.

From the ranges in Table 1, a new center wavelength and
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FIG. 5. As for Figure 4. but with a 5nm shift to the blue and the red. 

soiar-reflectance measurements made by MODIS-N will be cor- 
rectlv calibrated because the spectral radiance of the pane1 wiil, 
of course, also include the presence of the soiar Fraunhoier 
lines. However, if only a tungsten-lamp caiibration is used, or 
if water vapor or oxygen band measurements are made, the 
results will be in error depending on the magnitude of any filter 
shift. 

TEMPERATURE EFFECTS IN CGNVENTlONAL 

RADIOMETERS 

PO determine possible changes in filter passband location with 
temperature for conventional ground-based radiometers, mea- 
surements were made of fiiters from three U.S. manufacturers. 
The temperature range expiored was from 3 to 2YC, corre- 
sponding to eariv-morning and mid-day winter temperatures 
in the desert southwest of the United States at sites such as 
White Sands, New Mexico. The Spectrai transmittance mea- 
surements were made using a Gary Xl3 L?‘-VIS-NIR spectro- 
photometer. Unfortunately, no cr_vogenic chsmber is associated 
with the spectrophotome!er so accurate thermal controi of the 
fiiters was not possible. However, the time between removing 
the filter from the freezer and finishing a spectral scan was only 

about one minute. 
The transmittance was first measured for each filter at the 

room temperature of 25°C. Then the filters were placed in a 
commercial freezer for several hours to reach thermal equilib- 
rium at roughly 3”C, before they were quickly placed in the 
spectrophotometer. There was a problem with atmospheric water 
vapor condensing on the cooied filter surfaces. Because of this, 
the profiles were normaiized independently to unity (see Figure 
6j. The condensation onlv affected the magmtude of :he trans- 
mrttance, not the shape of the profile. 

.4 filter centered at’3iO nm and having a bandpass of 10 nm 
showed the largest shift of 1.3 nm tolvard the blue when it was 
cooied from room temperature to near-freezing - a Z,‘C de- 
crease. A filter at 937 nm from a second manufacturer showed 
a 0.5nm red shift when cooled through the same range. Thus, 

a I-nm shift in either direction seems possible for a field radi- 
ometer. The filter at 400 nm from the third manufacturer did 
not show a noticeable shift in passband with temperature and 
was judged to be stable to less than 0.1 nm over the temperature 
range explored. 

With reference to Figure 4, we see that a 15nm filter centered 
at 440 nm will give rise to a change in system response of 1-S 
percent for just a l-nm temperature-induced shift toward either 
the b!ue or red. The problem here is the relatively high concen- 
tration of Fraunhofer lines in this region - Fe at 438, H-gamma 
at 434 nm, and multiple lines at 431 nm. As noted eariier, the 
atmospheric lines present in the solar spectral data used for 
calibration can also cause changes in system response. For ex- 
ample, lo-nm filter at 687 nm used to view the oxygen band, 
686 to 688 nm, could cause a change in signal of 0.8 percent for 
a 1-nm shift toward the blue. The same problem is present 
when viewing the water vapor band starting near 900 nm, such 
as band 18 of .MODI.S-N. Here again a modest shift of 1 run could 
cause a radiometer to view a different portion of the spectrum 
and thus change the received power and invalidate any condu- 
sion drawn from the measurements. 

It is also of interest to note that solar radiometers, which 
commonly use IO-nm filters, are often caiibrated at high ele- 
vation mountain sites. The temperature of the non-tempera- 
ture-controlled filters could then be substantiallv lower than 
under ordinary operating conditions and the radiometer may 
thus change in its calibration. 

CONCLUSION 

As remote sensing investigations require higher resolution 
suectral data, the possibility of measurement errors due to 
Fraunhofer and atmospheric absorption lines must be consid- 
ered. We have shown that the caiibration, with respect to a 
continuous-spectrum source, and the stability of radiometers, 
using filters of about IO-nm WI in the wavelength interval 
0.4 to 1.0 +m, can change by several percent if the filters change 
in position by only a few nanometres. The cause is the shifts 
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